Wireless multi-channel sensor for neurodynamic studies by Harrison, Reid R. & Chestek, C.
Wireless Multi-Channel Sensor for Neurodynamic Studies
C. Chestek, P. Samsukha, M. Tabib-Azar, R. Harrison, H. Chiel, S. Garverick
Dept of EECS, Case Western Reserve University, U.S.A., cac31@ case.edu  
Dept of EECS, Case Western Reserve University, U.S.A., pxsl 18@ case.edu 
Dept of EECS, Case Western Reserve University, U.S.A., m xt7@ case.edu 
Dept of ECE and Bioengineering, University of Utah, U.S.A., harrison@ ece.utah.edu 
Depts of Biology, Biomedical Engineering and Neuroscience, Case Western Reserve University, U.S.A., hjc@ case.edu 
Dept of EECS, Case Western Reserve University, U.S.A., slg9@ case.edu
A b strac t
This paper presents the design o f  a bio-compatible, im­
plantable neural recording device fo r  Aplysia californica, 
a common sea slug. Low-voltage extracellular neural sig­
nals (<100 fiV) are recorded using a high-performance, 
low-power, low-noise preamplifier that is integrated with 
programmable data acquisition and control, and FSK te­
lemetry’ that provides 5-kbps wireless neural data through 
18 cm o f  saltwater. The telemetry utilizes an 8 -cm electric 
dipole antenna matched to 50 Q by exposing the ends o f  
the antenna to the saltwater. A 3- V lithium ion batteiy 
(160 mAh) allows 16 hours o f  recording. Neural data ob­
tained using extracellular n en !e electrodes and a wired  
interface to this de\ice have 2.5-j.iVrms noise, comparable 
to commercial neural recording equipment.
K eyw ords




Nervous systems of marine animals, particularly inverte­
brates, have served as model systems for studying the neu­
ral basis of learning and memory. [1] They provide a trac­
table system in which a large percentage of the total neuron 
pool can be recorded from simultaneously. In addition to 
scientific benefits, implantable units designed for discrete 
invertebrate ganglia might have clinical applications in 
humans, particularly in the control of discrete ganglia in the 
autonomic nervous system. [2 ]
This paper presents a bio-compatible, implantable, neural 
recording unit for use in Aplysia californica, which can 
transmit neural data wirelessly from within a freely behav­
ing animal in an aquarium environment. Similar implant­
able recording units have been designed that incorporate a 
high-gain differential amplifier for neural signals and a 
wireless telemetry link from a saltwater environment. [3-5] 
The design presented here builds on this configuration by 
adding a microcontroller with integrated A/D conversion to 
digitize neural signals close to the source, with a conse­
quent reduction in noise to 2.8 (.iVrms. Large scale multi­
channel wireless devices have been designed for cortical 
recordings in vertebrates by Wise et al, 2004 at the Univer­
sity of Michigan. [6 ] The integrated probes for these de­
vices are long, sharp electrodes that penetrate into the brain
tissue. This probe geometry would be difficult to use with 
discrete ganglia, such as those found in invertebrates or the 
human autonomic nervous system. Also, in these special 
applications, the antenna cannot be placed close to the ex­
ternal air interface. The unit described here is designed 
specifically for discrete ganglia deep within a saltwater 
medium.
This paper discusses the design and implementation of this 
unit and provides preliminary neural data. The performance 
of this miniature unit is comparable to conventional labora­
tory equipment for neural signal acquisition. The basic ap­
proach can be scaled to produce an implantable wireless 
data acquisition unit for large-scale invertebrate studies.
SYSTEM ARCHITECTURE
This implantable unit is custom designed for neural re­
cording in freely behaving Aplysia californica sea slugs in 
a salt water environment. For live recordings, the input 
signal is obtained from an implanted stainless steel wire 
glued to a nerve or above a particular neuron on the gan­
glion. The neural action potentials themselves range from 
10-300 |iV in amplitude with frequency content primarily 
between 100-500Hz, with a small contribution from the 
firing frequency which may be 0.5-100 Hz. In addition to 
60-Hz interference, the low frequency noise is particularly 
challenging since saltwater electrodes are associated with 
very large voltage drift on the order of a few Volts.
F igure 1. Overall Block D iagram
Figure l is an overall block diagram of this implantable 
sensor. The input electrodes attach to a high-gain differen­
tial amplifier with a bandpass filter. The single-ended out­
put of this amplifier is digitized using an 8 -bit microcon-
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trailer, which arranges the 8-bit data into a serial stream. 
Channels can be selected from outside of the animal using 
a magnetic switch. The PIC sends this data either directly 
to the PC through a wired RS-232 interface, or to a com­
mercially available FSK transmitter. It is then transmitted 
out of the animal using an electric dipole antenna which 
can be implanted along the length of the animal’s foot. The 
receiving antenna must be located inside the aquarium.
PRELIMINARY EXPERIMENTS
Saltwater severely attenuates wireless signals, and several 
preliminary experiments were conducted to detennine the 
feasibility of a saltwater telemetry system. Using a fifteen- 
gallon aquarium, several antenna configurations were 
evaluated using a commercially available 1-mW, 27-MHz 
transmitter as a source, and a spectrum analyzer to measure 
the signal strength at the receiving antenna. While there 
was severe attenuation, the signal could be detected up to 
18 cm away. An electric dipole antenna with ends exposed 
had comparable performance to a magnetic loop antenna of 
comparable size. (See Figure 2.) Magnetic loop antennae 
are commonly used in implantable devices [7], but in this 
application, the long thin electric dipole antenna can be 
easily implanted through a small incision into the open 
space in a sea slug’s foot.
Distance (cm)
Figure 2. A ntenna P erfo rm ance C om parison
Animals were tested and found to tolerate unit implanta­
tion. On one occasion, we implanted the transmitter (en­
capsulated in Silicone glue) into a 400-g animal and veri­
fied that the signal strength observed at the receiving an­
tenna matched the data shown above. The animal ate and 
behaved normally after the implantation. On another occa­
sion, we implanted a blank PCB of equal size to our proto­
type (including the battery) using similar encapsulation. 
That animal also behaved normally. The received wireless 
signal strength was the same as for the tests in saltwater.
DETAILED DESIGN 
B ioam plifier
The extracellular electrodes attach directly to the differen­
tial inputs of a custom bioamplifier TC, having core circuits 
that are described in [8], It is designed for a first-stage gain 
of 100, with Cl set to 20 pF and C2 set to 200 fF. The gain 
of the second stage was set to 39 using external resistors, 
with R2=390 kO and R l=10k0. Due to the very large, 
low-frequency voltage drift associated with saltwater, it 
was necessary to use a highpass filter in the second stage. 
With C3 set to 1 |xF, the highpass and lowpass cutoff fre­
quencies of the overall frequency response are 100 Hz and 
7 kHz respectively, for which the previously reported in­
put-referred noise is 2.2 |J.Vrms. Each of 8 first-stage ampli­
fiers can be selected with a multiplexer, which has three 
associated control lines set by the microcontroller. (See 
Figure 3.)
ii 0 2  Controlled by
Microprocessor
M icrocontroller
For the microcontroller, we chose the PTC18F1320. This 
unit is low-power (450 uW,) compact, and inexpensive. It 
includes a built-in 8-bit A/D converter and RS-232 port. 
The microcontroller operates three parallel processes: data 
sampling and conversion, data transmission, and channel 
selection.
W ireless Link
For the wireless transmitter, we chose a commercially 
available device, the Tricorne T8 6 . Tt modulates the digital 
data using frequency-shift keying (FSK) with a central fre­
quency of 27-MHz, an FCC-approved frequency for appli­
cations having a relatively low carrier frequency and wide 
bandwidth (320 KHz). The relatively low carrier frequency 
has less attenuation in salt water than higher frequencies, 
and the large bandwidth will pennit FSK bit rates up to 80 
kbps in future work. The maximum throughput for the pre­
sent device is 5 kbps.
The impedance of this antenna was measured with a net­
work analyzer while stripping various amounts of insula­
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tion from the ends of the wire, which was submerged in the 
aquarium. Using this technique and the dominantly resis­
tive properties of saltwater, the antenna impedance was 
matched to the 50-ohm output of the T86 transmitter for 
maximum power efficiency.
T esting  M ethods
In experiments that involved submerging the unit, the cir­
cuit board was covered with General Electric Silicone TT 
glue and left to dry for 24 hours. Tf the unit was intended 
for implantation, it was cured in running water. The elec­
trodes are similarly insulated up to the point of contact with 
the nerve.
The neural data shown in this paper was obtained with an 
in vitro preparation. Tlie animal was anaesthetized with 
50% of its body weight (mL/g) of MgCl2. The feeding 
musculature was then dissected out and the buccal ganglion 
(responsible for controlling feeding behavior) was carefully 
removed from the muscles. This ganglion was pinned out 
in a Sylgard covered Petri dish. Buccal nerve 3 was suc- 
tioned into a thin polyethylene tube filled with saltwater 
and an Ag/AgCl wire was inserted into the solution. The 




The custom amplifier TC was fabricated in the AMT ABN 
1.5-|im two-metal two-poly CMOS process and packaged 
in an LCC28. Each of the 8 amplifier circuits uses 0.16 
mm2 of silicon area, and 67% of this area is taken up by 
capacitors. All the components discussed above were as­
sembled on a double-sided PCB (See Figure 4.) measuring 
1.2” x 0.6” powered by a 3-V, size 1/3N, 160 mAHr, Lith­
ium ion battery. This unit can be continuously operated for 
16 hours using the wireless interface, and 90 hours using a 
wired interface.
F igure 4. P h o to g rap h  of P ro to type Front an d  B ack
N oise A nalysis
We tested the noise performance of this prototype inside a 
full Faraday cage used for neuroscience recordings. When 
using a wired interface, the unit was isolated using an opto- 
coupler to simulate wireless conditions. The measured gain 
was 3480. The amplifier itself has measured the noise of
2.5 uVvms, which is comparable to the 2.2 uVnils reported in
[1], Tlie addition of the input wires, the microcontroller, 
and the transmitter did increase the noise slightly, to 2.8 
uVnils. The frequency spectrum of the noise is shown in 
Figure 5, adequate for recording very small action poten­
tials. The noise, however, increased dramatically when the 
electrodes were placed into a saltwater solution, particu­
larly in the low frequency range. Even with the addition of 
a highpass filter on the second stage, the DC value tends to 
drift with an amplitude up to 260 uV. High-frequency noise 
tended to vary significantly, from its base value of 2.8 
|iVrms to 4.1 (J.Vnns presumably due to outside interference. 
The unit also began picking up ground artifacts that some­
what resembled “burst” noise.
Figure 5. F req u en cy  C onten t of N oise 
Neural Data
Despite the increased noise, we were consistently success­
ful in measuring neural activity in vitro. Figure 6 shows an 
example of a mid-sized and small-sized action potential as 
recorded by the prototype. The quality of this data is com­
parable to commercial devices and the unit is convenient to 
use since it can be easily attached to a micro-manipulator. 
However, we would need to reduce the noise for live ani­
mal recordings, since the amplitude of in vivo signals tends 
to be lower. Since a high-pass filter is used at the input of 
the second stage, the offset difference between channels 
combined with the settling time at the second stage makes 
it difficult to scan through the channels quickly. Tn future 
versions of this system, we will either raise the cutoff fre­
quency of the first stage, or add a dedicated second-stage 
amplifier to each channel to facilitate a scanning mode.
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Figure 6 . In Vitro  Neural Data 
W ireless P erfo rm ance
The commercial transmitter successfully modulates the 
digital data with a bandwidth of 6.6  kHz and a central fre­
quency of 27.1305 MHz. The signal strength was measured 
at a distance up to 18 cm with the unit implanted inside of 
the animal. While this unit only allows for one channel of 
transmission, it provides proof of concept for a future cus­
tom FSK transmitter with a larger bandwidth. Similarly, 
this unit’s high power consumption (30 mW) is a limiting 
factor in this design, but the efficiency can be significantly 
improved in future custom designs. Work is in progress for 
a receiver that will be compatible with the current unit and 
the next generation transmitter that will be capable of an 
80-kbps data rate, delivering a 1-mW signal with 80% effi­
ciency.
CONCLUSIONS
In its current state, this prototype can be used for neurody­
namic studies of Aplysia in vitro preparations. Also, some 
preliminary testing has been done with freely behaving 
animals. Using what we have learned from this iteration, 
we have begun work on the next prototype. We will reduce 
the device size by fully integrating the electronics, and in­
crease the high-pass cutoff frequency of the first stage am­
plifier to deal with the low frequency noise. For the wire­
less link, the power consumption of our custom-designed 
FSK transmitter will be dramatically lower than the com­
mercially available device we used in this prototype. Also, 
the bandwidth will be raised to 80 kbps to allow a suffi­
cient sampling rate for multiple channels. Test circuits for 
these modules are currently in fabrication.
Since the smaller, tractable, multi-neuron circuits found in 
invertebrates such as Aplysia resemble those used for VLSI 
neural network applications, multi-channel invertebrate 
studies could provide a wealth of information for this field. 
Also, due to the geometrical similarity of invertebrate gan­
glion to sympathetic ganglia located in the human central 
nervous system, interface devices designed for invertebrate 
systems could be used to restore function in humans.
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